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OSM/FIP PUBLIC DECISION  
The originator takes no responsibility for and will not assume liability for damages resulting from the reader's 
interpretation of the reproduced material due to its placement and context. 
The decision sheets provide a common understanding and/or interpretation of the standards and can never be considered 
as a modification of the standards that is under the responsibility of the relevant standardization committees. 

 
Title/subject: Calibration/verification interval 

 
 
 

Reference document: OD CIG 023 
Document issued date: November 2020 

Clause: 6.1 

 
Question: The extension of the calibration interval to more than one year shall be limited to 

seldomly used test equipment only (e.g. mechanical equipment).  
It shall not be used for testing equipment used for routine tests. 
 

Decision:  Equipment to perform routine testing and periodic tests (PVT’s) shall be 
calibrated/verified with an interval of maximum 12 month. 

 In any case, the equipment to perform routine testing shall have a valid 
calibration/verification status at the time when the production of certified products 
runs. 

 The reference equipment shall have a calibration traceable to (inter)national 
standards and documented by a calibration certificate. 

 The extension of the calibration interval to more than one year shall be limited to 
seldomly used test equipment (other than used for routine/periodic tests; e.g. 
mechanical equipment).  
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